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Change #1, 51108, 561, 571 
On page 1-13, under AAMI Load replace the Accuracy section with the following:  

• Accuracy ± 1.0 % of reading DC + 3 LSD from 48 Hz to 1 kHz 

± 2.5 % of reading + 3 LSD from 1 kHz to 100 kHz 

± 5.0 % + 3 LSD from 100 kHz to 1 MHz 


