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ESA620 Release Notes
Firmware version 2.12
1. Requires DSP v2.12.02
2. Requires UI v2.12.02
3. Added delay in DSP code to improve internal relay timing. 
Fluke Biomedical
Telephone
Facsimile
Internet

PO Box 9090, Everett WA 98206-9090 USA
440.248.9300
440.349.2307
www.flukebiomedical.com

